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§ 820.160 Distribution. 
(a) Each manufacturer shall establish 

and maintain procedures for control 
and distribution of finished devices to 
ensure that only those devices ap-
proved for release are distributed and 
that purchase orders are reviewed to 
ensure that ambiguities and errors are 
resolved before devices are released for 
distribution. Where a device’s fitness 
for use or quality deteriorates over 
time, the procedures shall ensure that 
expired devices or devices deteriorated 
beyond acceptable fitness for use are 
not distributed. 

(b) Each manufacturer shall main-
tain distribution records which include 
or refer to the location of: 

(1) The name and address of the ini-
tial consignee; 

(2) The identification and quantity of 
devices shipped; 

(3) The date shipped; and 
(4) Any control number(s) used. 

§ 820.170 Installation. 
(a) Each manufacturer of a device re-

quiring installation shall establish and 
maintain adequate installation and in-
spection instructions, and where appro-
priate test procedures. Instructions 
and procedures shall include directions 
for ensuring proper installation so that 
the device will perform as intended 
after installation. The manufacturer 
shall distribute the instructions and 
procedures with the device or other-
wise make them available to the per-
son(s) installing the device. 

(b) The person installing the device 
shall ensure that the installation, in-
spection, and any required testing are 
performed in accordance with the man-
ufacturer’s instructions and procedures 
and shall document the inspection and 
any test results to demonstrate proper 
installation. 

Subpart M—Records 

§ 820.180 General requirements. 
All records required by this part 

shall be maintained at the manufac-
turing establishment or other location 
that is reasonably accessible to respon-
sible officials of the manufacturer and 
to employees of FDA designated to per-
form inspections. Such records, includ-

ing those not stored at the inspected 
establishment, shall be made readily 
available for review and copying by 
FDA employee(s). Such records shall be 
legible and shall be stored to minimize 
deterioration and to prevent loss. 
Those records stored in automated 
data processing systems shall be 
backed up. 

(a) Confidentiality. Records deemed 
confidential by the manufacturer may 
be marked to aid FDA in determining 
whether information may be disclosed 
under the public information regula-
tion in part 20 of this chapter. 

(b) Record retention period. All records 
required by this part shall be retained 
for a period of time equivalent to the 
design and expected life of the device, 
but in no case less than 2 years from 
the date of release for commercial dis-
tribution by the manufacturer. 

(c) Exceptions. This section does not 
apply to the reports required by 
§ 820.20(c) Management review, § 820.22 
Quality audits, and supplier audit re-
ports used to meet the requirements of 
§ 820.50(a) Evaluation of suppliers, con-
tractors, and consultants, but does 
apply to procedures established under 
these provisions. Upon request of a des-
ignated employee of FDA, an employee 
in management with executive respon-
sibility shall certify in writing that the 
management reviews and quality au-
dits required under this part, and sup-
plier audits where applicable, have 
been performed and documented, the 
dates on which they were performed, 
and that any required corrective action 
has been undertaken. 

§ 820.181 Device master record. 

Each manufacturer shall maintain 
device master records (DMR’s). Each 
manufacturer shall ensure that each 
DMR is prepared and approved in ac-
cordance with § 820.40. The DMR for 
each type of device shall include, or 
refer to the location of, the following 
information: 

(a) Device specifications including 
appropriate drawings, composition, for-
mulation, component specifications, 
and software specifications; 

(b) Production process specifications 
including the appropriate equipment 
specifications, production methods, 

VerDate Nov<24>2008 08:24 Apr 27, 2010 Jkt 220072 PO 00000 Frm 00166 Fmt 8010 Sfmt 8010 Y:\SGML\220072.XXX 220072er
ow

e 
on

 D
S

K
5C

LS
3C

1P
R

O
D

 w
ith

 C
F

R


		Superintendent of Documents
	2014-08-28T17:23:11-0400
	US GPO, Washington, DC 20401
	Superintendent of Documents
	GPO attests that this document has not been altered since it was disseminated by GPO




